Abstract: Infrared absorption spectroscopy of lipid layers was performed by combining optics and scanning probe microscopy. This experimental approach enables sub-diffraction IR imaging with a spatial resolution on the nanometer scale of 1, 2-dioleoyl-sn-glycero-3-phosphocholine lipid layers.
Introduction
Absorption spectroscopy is an extensively applied technique for chemical characterisation that is able to detect both luminescent and non-luminescent materials. It has the potential to yield chemical specific information for virtually all bulk organic samples. A frequently used form of absorption spectroscopy is infrared (IR) absorption spectroscopy. This method measures the absorption of light by materials in the infrared region of the electromagnetic spectrum. The IR energy range spans the resonance frequencies of many common molecular bonds. This enables highly accurate structural elucidation and compound identification of materials using this technique.
However, one of the key limitations of IR absorption spectroscopy is the diffraction limit, which is the primary experimental challenge for well resolved spatial IR imaging [1] . The diffraction limit at c.a.
/
λ , results in a resolution of approximately 1 μm when imaging at 3000 1 cm − . Overcoming the diffraction limit is attractive for many areas of research such as nanobiology and semiconductor research, where nanoscale resolution is required in order to fully exploit the potential of these areas.
Near-field IR imaging based on scanning near field optical microscopy (SNOM) has been demonstrated via the use of a customised optical fibre delivery and collection probe [2] . However, this approach is based on the collection of scattered light and consequently provides only indirect access to the IR absorption spectra of materials. This is because the measured signal is a convolution of both the IR absorption and the local dielectric properties of the material studied.
Current alternatives to this method often rely on atomic force microscopy (AFM). AFM measures topographic images of surfaces with very high spatial resolution, i.e. < 10 nm [3] . One example is scattering near-field infrared microscopy (SNIM), which is based on the detection of scattered light from an AFM tip acting as an oscillating antenna [4, 5] . This approach has enabled sub-wavelength imaging of heterogeneous surfaces including cells and tissues. However, as with SNOM this approach is a scattering technique, meaning that the IR spectral information recovered does not directly represent IR absorption information.
Direct IR absorption imaging can be achieved using photothermal methods where the AFM cantilever tip acts as an optical excitation detector, while simultaneously recording the image topography [6, 7] . Another technique, referred to as AFMIR, has been developed to produce IR imaging and spectroscopy of condensed matter surfaces at resolutions far below the diffraction limit. This method employs excitation radiation tuned to the material IR resonance focused in pulses onto the sample, generating periodic surface oscillations [8] . Propagating acoustic shock fronts from the resonating sample excite different vibration modes of the AFM cantilever [1] . The magnitudes of these modes are then related back to the IR absorption of the sample using Fourier analysis.
AFMIR has been applied to study E. Coli bacteria, epitaxial quantum dots, polymers and live cells [8] [9] [10] [11] . To date, the experimental methodology of AFMIR has predominantly been based on two methods; an attenuated total internal reflection arrangement in combination with IR cyclotron radiation, and a top down configuration using a customised IR laser source. Here, we produce IR spectra and images of individual lipids with a resolution of 37 nm when imaging at a wavelength of 3420 nm ) cm (2925 1 − corresponding to an image resolution of λ/93 .
The work presented here demonstrates that AFMIR can be applied to study nano-sized lipid layers. Lipid layers containing a single or limited number of different types of lipids have been studied extensively in biophysical studies to elucidate phase behaviour and packing properties of lipid molecules in a bilayer [12] . Knowledge of the physical properties of these membranes can lead to useful insights about more complex, biological membranes. The choice of 1,2-dioleoyl-sn-glycero-3-phosphocholine (DOPC) lipids here is motivated by its abundance in biological systems [13, 14] .
Lipid imaging with AFMIR
The bottom-up b-AFMIR experimental set-up is shown in Fig. 1 . IR radiation was generated using an OPO laser (Cohesion) based on a periodically poled LiNbO 3 crystal emitting tuneable IR laser radiation, tuneable over > 3.0 to 3.6 μm. The laser output power was industrially quoted as 2 mW. The laser light was focused onto a 500 μm spot on the sample in order to cover the probed area homogeneously. The excitation energy was set low enough to avoid damaging the sample. An AFM (Veeco Explorer system) was used with a scanner with lateral and vertical scan dimensions of 100 x 100 μm and 10 μm respectively. Silicon nitride tips mounted on a V-shaped cantilever with a nominal spring constant of 0.05 N/m (Veeco) were used.
The AFM was operated in contact mode, with a typical force set-point between 1 and 3 nN. Samples were prepared on standard microscope glass slides. A Stanford SR650 (Sunnyvale, CA, USA) attenuator was used to amplify the signal from the AFM. The signal was routed to the input of an Agilent DSO5012A oscilloscope (Agilent Inc., Santa Clara CA, USA). The scope output was digitally read in using the Agilent connection expert IO libraries suite. The basis of b-AFMIR comes from optically induced effects that are directly proportional to IR absorption. The AFM cantilever tip was positioned over the sample with the tip in contact with the sample surface (see Fig. 1 ). Following absorption of the incident radiation, the energy absorbed is dissipated through thermal and acoustic mechanisms. Propagating acoustic waves create a deformation in the surface topography which can be detected by the AFM tip. As an IR laser excitation source is tuned into resonance with a vibration mode, absorption of IR radiation increases. The intensity of the deflection maxima for the excited cantilever mode was monitored as a function of excitation wavelength. While the feedback of the AFM counteracted the signal produced by the four quadrants detector, the response time is slower than any deformation induced by the laser burst. Therefore the effect is measured independently of the AFM feedback. The absorption of the excitation radiation falls exponentially as the light propagates through the absorbing material [15, 16] . The effective spatial resolution is a function of the sample under study, the AFM tip size and the sampling frequency. Previously, AFMIR has been applied to study quantum dots with a spatial resolution of 60 nm [10] . This indicates that the propagation lengths of the acoustic waves that are responsible for the absorption measurement mechanism are short enough in such materials to enable nanoscale imaging.
The IR radiation is directed upward in a novel configuration as shown in Fig. 1 using gold coated mirrors and a lens to direct and focus the laser light. The sample was mounted onto a transparent substrate to facilitate this optical arrangement. Samples were prepared on mica or glass substrates. First, mutilamellar vesicles were made by hydrating a dry film of DOPC lipids (1,2-dioleoyl-sn-glycero-3-phosphocholine, Avanti Polar Lipid Inc., Alabaster, Alabama, USA) with a 20 mM NaCl (extra pure, Acros Organics) solution in ultrapure water and sonicating for 10 minutes in a bath sonicator (Fisherbrand FB11002, Fisher Scientific, Loughborough, UK) (New 1990). A small amount of the turbid lipid dispersion was then deposited on a freshly cleaved mica or cleaned glass substrate and left to dry overnight under ambient conditions. − . The C-H stretching of the oleoyl chain is observed at 3006 cm -l [18] . This is in agreement with the position of the peaks observed in the AFMIR spectrum in Fig.  2b . There is an increase in the intensity of the band at 3006 1 cm − in the AFMIR spectrum compared to the FTIR spectrum. However, it is noted that the presence of the background from the mica may contribute to the peak intensity in this region, as our spectra indicate mica has a broad FTIR absorption maxima close to the oleoyl chain resonance (Fig. 2a) . Other effects may also account for this observed difference in the intensity of the band at 3006 1 cm − in the AFMIR spectrum compared to the FTIR spectrum. This spectral feature difference may arise from the structural form that the localised area of the DOPC lipid is in compared to the average for the bulk material. . This FT peak was monitored in Fig. 3 d) . The AFMIR in Fig. 3b has a high signal to noise ratio, enabling a clear distinction between the mica and the lipid layer. The rapid scan seen in Fig. 3d has approximately four times less signal to noise intensity i.e. 10 dB compared to a 40 dB signal range. The reduction in signal to noise occurred because the 450 kHz FT signal has a finite temporal response. A comparison of the AFM topography profile with the AFMIR profile from the image presented in Fig. 3a is shown in Fig. 4 . The AFMIR follows the AFM topography profile showing the ability of this method to IR image with a high spatial resolution and accuracy. Additionally, as the IR laser was spread homogeneously, specific features of the AFMIR scan reflect the magnitude of its local deformation, which depends on internal chemical structure as well as sample height.
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The effect of changing the laser excitation wavelength was studied. Figure 5 outlines a profile of AFMIR signal against distance for a particular line scan. The effect of changing the pump laser wavelength from on resonance to an off resonance frequency clearly produces a change in profile intensity. This is illustrated by the cantilever oscillation peak to peak voltages at IR absorption wavelengths tuned to resonance 3420 nm (blue line) and off of resonance 3326 nm (red line). The voltage peak to peak above the 4.4 V background indicates signal reduction of 56% for the off resonance scan when compared to the same lipid at its IR excitation maxima. The intensity observed in the off resonance scan obtained using this method arises from the residual absorption of the lipid at the off resonance wavelength, evident in Fig. 2b . Fig. 5 . Cantilever oscillation peak to peak voltages at IR absorption wavelengths tuned to resonance 3420nm (blue) and off of resonance 3326nm (red). A 56% reduction in signal is observed for the off resonance AFMIR.
Conclusion
IR absorption spectroscopy of lipid layers was performed using an IR optical parametric oscillator laser and a commercial atomic force microscope. The results show that this experimental approach enables detection and characterization of lipid features. This method of IR spectroscopy can now be applied to study more complex lipid and protein chemical features on the nanoscale.
